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Abstract: Chlorophyll fluorescence (ChlF) information offers a deep insight into the plant physiological
status by reason of the close relationship it has with the photosynthetic activity. The unmanned
aerial systems (UAS)-based assessment of solar induced ChlF (SIF) using non-imaging spectrometers
and radiance-based retrieval methods, has the potential to provide spatio-temporal photosynthetic
performance information at field scale. The objective of this manuscript is to report the main
advances in the development of UAS-based methods for SIF retrieval with non-imaging spectrometers
through the latest scientific contributions, some of which are being developed within the frame of the
Training on Remote Sensing for Ecosystem Modelling (TRuStEE) program. Investigations from the
Universities of Edinburgh (School of Geosciences) and Tasmania (School of Technology, Environments
and Design) are first presented, both sharing the principle of the spectroradiometer optical path
bifurcation throughout, the so called ‘Piccolo-Doppio’ and ‘AirSIF’ systems, respectively. Furthermore,
JB Hyperspectral Devices’ ongoing investigations towards the closest possible characterization of the
atmospheric interference suffered by orbital platforms are outlined. The latest approach focuses on
the observation of one single ground point across a multiple-kilometer atmosphere vertical column
using the high altitude UAS named as AirFloX, mounted on a specifically designed and manufactured
fixed wing platform: ‘FloXPlane’. We present technical details and preliminary results obtained
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from each instrument, a summary of their main characteristics, and finally the remaining challenges
and open research questions are addressed. On the basis of the presented findings, the consensus
is that SIF can be retrieved from low altitude spectroscopy. However, the UAS-based methods for
SIF retrieval still present uncertainties associated with the current sensor characteristics and the
spatio-temporal mismatching between aerial and ground measurements, which complicate robust
validations. Complementary studies regarding the standardization of calibration methods and the
characterization of spectroradiometers and data processing workflows are also required. Moreover,
other open research questions such as those related to the implementation of atmospheric correction,
bidirectional reflectance distribution function (BRDF) correction, and accurate surface elevation
models remain to be addressed.
Keywords: hyperspectral remote sensing; light weight spectroradiometer; telluric bands; ESA-FLEX;
VNIR; SIF; UAS
1. Introduction
Chlorophyll fluorescence (ChlF) is defined as the light emitted by photosynthetic organisms
with peaks at 687 (red ChlF) and 740 nm (far-red ChlF) [1]. The study of ChlF goes further than the
estimation of basic structural plant traits like those usually analyzed from conventional multispectral
remote sensing [2], e.g., throughout vegetation indices based on red-green-blue (RGB) and near infrared
(NIR) reflectance. ChlF occurs in competition with heat to dissipate absorbed radiation not used in
the light reactions of photosynthesis. Thus, the variation in the efficiency of one process affects the
efficiencies of the others. This link forms the rationale for the use of ChlF to infer the plant physiological
status, improving the understanding of the health↔ stress status dynamics of plants in agricultural
and environmental studies [3]. Recent studies successfully used ChlF as a proxy for water stress [4],
leaf nitrogen [5], nutrient status [6], biomass determination [7], and gross primary production (GPP) [8].
The authors of [9] summarize the main physiological processes, such those related to photo-protection,
that might be affected by specific ChlF drivers at ecological and temporal scales.
Several options are available for the assessment of ChlF, such as the light induced fluorescence
transient (LIFT) active sensing method, which provides accurate ChlF field estimations especially
useful in the context of high-throughput phenotyping field experiments [10]. However, this proximal
technique is not viable for open field studies, as it is only suitable for close range observations. Large
scale monitoring becomes feasible with the passive sensing of solar induced ChlF (SIF) [9] on the basis
of hyperspectral techniques using spectroradiometers, e.g., on airborne and orbital platforms [11].
SIF can be quantitatively obtained throughout spectral measurements by the Oxygen-A (O2-A, 760 nm)
and Oxygen-B (O2-B, 687 nm) absorption features of the atmosphere, where the ratio between the ChlF
signal and the reflected radiance is higher [12] due to the absorption of the incoming irradiance (>90%
in O2-A) [2,9]. SIF is considered the most direct remote sensing signal to infer the actual functional
state of the photosynthetic apparatus and its dynamics at leaf, canopy, ecosystem, or even global scale.
However, the SIF–photosynthesis relationship is influenced by several factors, including environmental
conditions, structural traits, stress effects, and re-absorption processes by chlorophyll [9]. Hence,
ancillary information is needed to interpret fluorescence changes and link them to variations in the
photosynthetic efficiency. Moreover, an accurate retrieval of SIF is crucial to understand photosynthesis
and its dynamics [13]. The three main SIF retrieval methods are: the Fraunhofer Lines Depth (FLD) [14],
the spectral fitting methods (SFM) [15], and the singular vector decomposition (SVD) [16].
The relatively low intensity of the ChlF signal (<1%–5% of the reflected NIR radiation) [2]
makes the retrieval of SIF challenging, and numerous studies tried to address this. Satellite missions,
for example the Orbiting Carbon Observatory-2 (OCO-2), the Gases Observing Satellite (GOSAT),
and the Global Ozone Monitoring Experiment-2 (GOME-2) were used to retrieve SIF for the assessment
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of physiological parameters like carbon fixation [17,18]. Other missions such as the Scanning Imaging
Absorption Spectrometer for Atmospheric Cartography (SCIMACHY), the Tropospheric Monitoring
Instrument (TROPOMI), and the Exploratory Satellite for Atmospheric CO2 (TanSat) have been used
for similar purposes [19]. Airborne SIF estimations are also being explored by means of the HyPlant
sensor: a system composed by two spectroradiometers covering the 400–2500 nm and 670–780 nm
spectral ranges [20]. During the last years, HyPlant data has been the subject of a number of preliminary
studies [21–23] related to the FLuorescence EXplorer (FLEX) mission of the European Space Agency
(ESA) [24]. The first validated HyPlant maps were published in 2015, where contrasting SIF values
among crops were found and attributed to differences in the photosynthetic apparatus activity [25].
Further studies reported the relation between HyPlant-derived SIF information and GPP [26]. Moreover,
Tagliabue et al. [8] recently generated GPP maps over a forest area based on SIF retrieved from HyPlant
imagery. They found significant correlations among SIF, GPP and absorbed photosynthetically active
radiation in a range of R2 = 0.43–0.46 (p < 0.001).
The interpretation and validation of space-borne and airborne SIF retrievals rely on the comparison
with field measurements [27]. Yet, there is a scaling difference between these levels of observation
that could possibly be addressed by unmanned aerial systems (UAS) [28] due to their intermediate
sensor-surface distance. In a wide review of the existing remote sensing studies to retrieve top-of-canopy
SIF, the authors of [29] commented about the lack of literature about UAS-based developments, and the
lack of systematic protocols for data processing leading to uncertainties. Zarco-Tejada et al. [30]
simulated the effect of aggregated reflectance on satellite imagery by decreasing the pixel size of low
altitude hyperspectral data. These authors found that the correlation between key physiological traits,
specifically stomatal conductance and ChlF, was reduced from R2 = 0.69 (p < 0.01) to R2 = 0.38 (p < 0.05)
when using the original UAS imagery and the decreased spatial resolution image, respectively. In a
similar approach, in the study of [31] they flew up to 500 m above ground level (AGL) to simulate
satellite-like conditions for SIF retrieval, but only preliminary results were presented without a deeper
insight in the high altitude results.
Contrary to UAS based imaging sensors, the technical feasibility for field measurements of
non-imaging spectrometers [32], combined with their higher signal to noise ratio (SNR) and higher
spectral and dynamic resolutions (allowing quantitative ChlF retrievals), as well as the reduced size and
energy consumption encouraged employing these systems on UAS for SIF retrieval [33]. This concept
has been in development for the past eight years, and notably in the last three to five years, it has been
materialized in UAS models and prototypes leading to encouraging results. Nevertheless, further
investigations are necessary until the point of a full operational UAS for SIF retrieval is reached. Thus,
the aim of the present manuscript is to communicate the state of the art and future challenges in the
development of UAS-based methods for SIF.
The manuscript is organized in four sections. Section 2 presents an overview of previous efforts using
UAS-mounted spectroradiometers for reflectance measurements. In Section 3, the main three projects for
UAS-based retrieval of SIF are presented: ‘Piccolo Doppio’ [34,35], ‘AirSIF’ [36], and ‘FloXPlane’ [37].
Section 4 is dedicated to a discussion about remaining challenges and open research questions.
2. Previous Efforts with UAS-Mounted Spectroradiometers for Reflectance Measurements
Ground based spectroradiometer measurements can be carried out relatively easily following
standard protocols for setup, calibration, and data storage. When the instrument is mounted on an
aerial platform, the accurate footprint (defined as the sampled Earth surface area from which radiance is
received) geolocation on the ground, and the measurement of ambient light changes during the flight
become the main challenges, which have been addressed in previous studies from different perspectives:
(a) Burkart et al. [38] calculated reflectance based on synchronized measurements from two, one
on-board and one on-ground, equally configured and cross calibrated STS micro-spectroradiometers
(STS Series Spectrometers, Ocean Optics, Dunedin, Florida, USA) under the same environmental
conditions. In this case, the radiometric calibration was performed indirectly from comparisons
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between STS and an Analytical Spectral Device (ASD) FieldSpec 4 (Analytical Spectral Devices,
Inc., Boulder, Colorado, USA) calibrated spectroradiometer. Results proved the high precision of
the reasonably priced STS measurements, notwithstanding a second order effect was detected
influencing NIR readings. The 338–412 nm stray light interfered with bands within 676–823 nm,
especially in the O2-A band. Consequently, the authors suggested additional studies for STS-based
SIF retrieval. Current investigations are focused on the use of STS micro-spectroradiometers,
not for SIF measurements, but for the assessment of reflectance factors as a complementary (canopy
scale) data source to leaf level spectral information acquired with an ASD spectroradiometer.
The system, from the Environmental Remote Sensing and Spectroscopy Laboratory (SpecLab),
included a real time optimization of the integration time, seeking to maximize signal independently
of target brightness or changes in illumination. This feature was relevant considering the low
signal-to-noise ratio of the STS spectrometers, and the variability of surface reflectance factors in
heterogeneous Mediterranean tree-grass ecosystems, where bright dry grass is mixed with dark
tree canopies during summer [39].
(b) Garzonio et al. [40] realized downwelling irradiance measurements with a USB4000 spectroradiometer
(Ocean Optics, Dunedin, Florida, USA) through linear interpolation of two measurements of
the radiance reflected by a reference tarp, and the use of a second on-ground hand held ASD
FieldSpec measuring a Lambertian surface (Spectralon®) as reference (both spectroradiometers
were synchronized). The robust radiometric and spectral calibration of the instruments, despite
not being temperature stabilized (e.g., the STS and the USB4000), permitted accurate radiance
measurements especially at O2-A. Both approaches present a relative root mean square error
lower than 10% compared with ground information.
3. Currently Operational UAS Systems for SIF Retrieval
3.1. “Piccolo-Doppio”—A Dual-Field of View (FOV) Dual Spectrometer System
Remote sensing protocols for accurate SIF retrieval, based on high spectral resolution data at
the oxygen absorption features, require the sunlight irradiance (downwelling) and surface energy
emissions (upwelling) being simultaneously measured. These measurements generally mismatch in
time in a range of multiple seconds, thus causing uncertainties in the SIF estimation. To overcome
this, Mac Arthur et al. [34] split the fore optic path into a QEPro spectroradiometer (Ocean Optics,
Dunedin, Florida, USA) aiming at a dual FOV system as proposed by [41]. The sensor measures in
the 650–800 nm spectral range at a resolution of 0.15 nm, with a full width at half maximum (FWHM)
between 0.31 and 0.35 nm. The SNR, dynamic range, and integration times are: 1000:1, 8.5 × 104:1,
and up to 60 min, respectively. The detector has 1048 × 64 pixels (two-dimensional) with columns
summed to give increased dynamic range (Table 1). The system, named Piccolo-Doppio, is capable to
perform upwelling and downwelling (cosine error <2%) measurements almost simultaneously (≈50 ms
difference between each measurement), diminishing reported uncertainties in field readings [42].
Moreover, the capability to work with two spectroradiometers (with a double bifurcated fiber optic
assembly) differentiates the Piccolo-Doppio from some other UAS-based methods, since it allows
synchronized Visible and NIR (VNIR; 400–950 nm) and the SIF (640–800 nm) measurements using the
same fore optic for upwelling and the same fore optic for downwelling readings. Thus, any VNIR
index, e.g., the photochemical reflectance index (PRI), can be derived together with SIF. As a drawback,
light transmittance is reduced in one channel (either upwelling or downwelling) as fibers of two
different diameters have been used which increases integration times and reduces SNR of the channel
with the smaller diameter fiber. The use of one spectrometer, rather than two with independent optical
paths, is necessary (i) to avoid the interpolation of one wavelength scale to the other (which might
lead to loose detail in particular across the O2 absorption features); and (ii) to ensure the radiometric
calibration is constant for both up and downwelling measurements.
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Table 1. Summary of the main characteristics of the spectroradiometer and UAS utilized for each project.
Platform Spectroradiometer Additional Components Unmanned Aerial System (UAS) Highlights
Piccolo-Doppio
QEPro (Ocean
Optics, Inc., USA)
Dimensions 182 × 110 × 47 mm Radio control for datatransferring Custom
hexacopter
Tarot T910 frame KDE 4213
motors pixhawk autopilot
Can be used with two
spectroradiometers
Spectral range (nm) 650–800 Battery Lithium Polymer14.7 V, 1 A Two independent channels
Approximate
spectral interval
(nm)
0.15
Originally a raspberry Pi
Model A. Currently
updated to Pi3
Custom
quadcopter
T-motor U8 100 kv motors
Pixhawk autopilot
Based on a Gryphon
dynamics frame
Dual FOV for NIR reflectance
and SIF
(O2-A/O2-B)
FWHM (nm)
0.31 (5 µm optical
slit)–0.35 (10 µm
optical slit)
RTK or PPK correction
DJI Matrice
600 A3 Pro
Dimensions: 1.67 × 1.52 × 0.75 m
Upwelling and downwelling
measurements near
simultaneously
Digital range
(analogue to digital
converter; bit)
18 Payload 6 kg (16 min hovering) Etaloning effect correction.
SNR 1000:1 take-off weight 15 kg Feasible installation on aerial and
ground based platforms
Dynamic range 8.5 × 104:1 Vertical and horizontal hoveringaccuracy 0.5 m and 1.5 m
Integration time up to 60 min Vertical take-off and landing DJI GNS- RTK system
(3 GPS antenna)Has been
tested with:
NIRQuest, QEPro, Flame, HR4000
and Maya 3 GNSS antennas and IMU’s
AirSIF
QEPro (Ocean
Optics, Inc., USA)
Dimensions 182 × 110 × 47 mm Dual GNSS antenna
DJI Matrice
600
Dimensions: 1.67 × 1.52 0.75 m Adaption of the two independentchannels system
Spectral range (nm) 500–870 IMU Payload 7 kg
Characterization of cosine
corrector homogeneity and
linearity
Approximate
spectral interval
(nm)
0.37 Grasshopper 3 machinevision camera take-off weight 15 kg
Upwelling and downwelling
measurements near
simultaneously
FWHM (nm) 0.80 RTK correction Vertical and horizontal hoveringaccuracy 0.5 m and 1.5 m
NIR reflectance and SIF
(O2-A/O2-B)
Digital range (bit) 18 Average flight speed: 2 m/s Etaloning effect correction
SNR 1000:1 Vertical take-off and landing Dual GNSS antennae for accurate
georeferencing in post processing
Dynamic range 8.5 × 104:1
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Table 1. Cont.
Platform Spectroradiometer Additional Components Unmanned Aerial System (UAS) Highlights
AirFloX/
FloxPlane
QEPro (Ocean
Optics, Inc., USA)
Dimensions 182 × 110 × 47 mm Data acquisition module
FloXPlane:
large fixed
wing
Wingspan 4.40 m
The QEPro is integrated with a
large but light UAS capable to
elevate several kilometers with
one spectrometer coupled
Spectral range (nm) 650–800 Length 3.32 m
Approximate
spectral
interval (nm)
0.17 Independent batterymanagement take-off weight 24 kg
FWHM (nm) 0.30 Stabilizing gimbal Payload 2.5 kg
Digital range (bit) GPS times stamps for
synchronizing
Battery weight 9 kg
SNR 1000:1 Average cruise speed: 10 m/s Single spot constant monitoring
Dynamic range 8.5 × 104:1 - Endurance: 1.5 h normal cruiseflight. High altitude 40 min. Characterize SIF retrieved at veryhigh altitude for a closer
understanding of satellite-based
estimations
Runway length of about 10 m for
start and landing.
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Figure 1 summarizes the main steps to process Piccolo-Doppio data, from the extraction of
JavaScript Object Notation (JSON) files into MATLAB® (Mathworks, Field Spectroscopy Facility Post
Processing Toolbox) [43] to the multiplication of the radiance (or irradiance) by the non-linearity
corrected, the normalized, and the dark current corrected values per pixel for each spectroradiometer
and optical direction. Currently, the data processing workflow and codes are updated to Python3.
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Figure 1. Piccolo-Doppio data processing workflow to obtain radiance. In step 2, an analogue data
processing flow was developed in Python3.
Alongside the software solutions, the authors worked on hardware developments, e.g., the design
of the fore optic and fiber optic assembly in order to maximize the light transmission, thus achieving
integration times of 50–75 ms at VNIR, and 500–1500 ms at SIF wavelengths under clear-sky conditions
in northern Europe (when the spectroradiometer’s maximum dynamic range is utilized). Nonetheless,
the QEPro is prone to the etaloning effect caused by the interference of the light reflected in the
boundaries of its thinned back-illuminated charge coupled device [42] detector, consequently producing
wavy-aspect outputs. Founded on the statements of the instrument’s near-linear response to light
intensity (when the generic non-linearity correction of the instrument is applied to the data in post
processing) plus the etaloning stationarity in respect to the wavelength, [34] carried out laboratory
experiments and presented two post-processing techniques for the etaloning correction for any system
using QEPro spectrometers:
(i) ‘By reference’: employing etaloning correction factors obtained from the division between the
measured sp ct a of a calibrated light source and the known outputs pe wavelength. The factors
were applied to tungsten hal gen readings at 20 levels of in ensity (Figure 2a). The instrument
response was then convolved wi h he respective spectral measurement to obtain the spectrum
with the etaloning effect corrected. A variance f ±0.7% was d tected (Figure 2b) and linked o
the instrument on-perf linear response.
(ii) ‘By curv -fit ing and residual interpolation’: using correction coefficients obtained from the
rounded residuals between actual nd spline-smoothed reflectance at 17 level f intensity of
a tungs en halogen light source. A validation test erformed with thr e dditional
intensity d monstrated the efficiency of the meth d by reproducing a smooth spectrum (Figure 2c).
Furthermore, the residuals of measur d waveleng s were i terpolated to ena le the etalo ing
correction at unassessed ranges. The results obtained, differed by no mo than 10 raw digital
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counts (DN) from the etaloning corrected spectra (Figure 2d), hence demonstrating higher
performance in the correction of the effect compared with the ‘referencing’ method.
Remote Sens. 2019, 11, x FOR PEER REVIEW 6 of 20 
 
(Figure 2d), hence demonstrating higher performance in the correction of the effect 
compa ed with the ‘referencing’ method. 
 
 
Figure 2. (a) Uncorrected spectral measurements of 20 light intensity levels of the tungsten halogen 
calibrated light and (b) their respective ‘by-reference’ corrected wavelengths. (c) Presents the ‘by 
curve-fitting and residual interpolation’ corrected spectra of the three curves highlighted in (a) with 
the same colors, and the detailed example of corrected vs. uncorrected instrument response is shown 
in (d) [34]. 
Mac Arthur et al. [34] demonstrated a feasible route to solve the discrepancies in time between 
surface radiance and solar irradiance wavelengths collected from individual spectroradiometers. The 
authors clarified that the application of both methods for etaloning correction under field conditions 
is challenging and will necessitate to push the spectroradiometer dynamic range to the maximum. 
Later, the authors of [33] reported the feasibility to mount the Piccolo-Doppio onto the UAS DJI 
Matrice 600 with an interchangeable gimbal where the spectroradiometer could be installed together 
with an RGB or thermal camera (Figure 3a). The Piccolo-Doppio design was further used by [31] who 
recorded information at several altitudes (up to 500 m) and time points confirming the viability of 
the Piccolo-Doppio system to be mounted on aerial platforms. However, at the time of the present 
manuscript publication the authors had not completed the data processing. 
Additionally, a Piccolo-Doppio was also installed on a DJI Matrice 600 Pro [44] to monitor SIF in a 
mature oak woodland (UK) over a 30 m diameter free air CO2 enrichment experiment [45]. A significant 
correlation of R2 = 0.8821 (p < 0.01; Figure 3b) was found between UAS-based SIF and the incoming 
radiation, suggesting reliable variations of the SIF data retrieved with this system especially in a context 
where other approaches (e.g., eddy covariance) are not appropriate due to the scale of the treatments. 
Additionally, SIF information was useful to identify treatment effects and its relationship with 
environmental drivers. 
4
8
12
16
10
4
Wavelength (nm)
In
st
ru
m
en
t 
re
sp
o
n
se
 (
D
N
)
680 720 760 780660
D
N
 n
o
rm
al
iz
ed
 b
y
in
st
ru
m
en
t 
re
sp
o
n
se
In
st
ru
m
en
t 
re
sp
o
n
se
 (
D
N
)
10
5
In
st
ru
m
en
t 
re
sp
o
n
se
 (
D
N
)
(c) (d)
0.8
1.0
680 720 760 755 760 765
0.8
1.2
1.6
0.8 0.8
1.0
1.2
10
5
750 770780660
Wavelength (nm)
Wavelength (nm) Wavelength (nm)
Spectr. 1 corrected
Spectr. 2 corrected
Spectr. 3 corrected
Spectr. 1 corrected
Spectr. 1 uncorrected
Spectr. 2 corrected
Spectr. 2 uncorrected
(a) (b)
650 700 750 800
0.2
0.4
0.6
Figure 2. (a) Uncorrected spectral measurements of 20 light intensity levels of the tungsten
halog n calibrated light and (b) their re pective ‘by-reference’ correc ed wavelengths. (c) Presents the
‘by curv -fitting and residual int r olation’ cor cted spectra of he three curves highlighted in (a) with
the same colors, and the detailed example of corrected vs. uncorrect d instrument response is shown
in (d) [34].
Mac Arthur et al. [34] demonstrated a feasible route to solve the discrepancies in time between
surface radiance and solar irradiance wavelengths collected from individual spectroradiometers.
The authors clarified that the application of both methods for etaloning correction under field
conditions is challenging and will ecessitate to push the spectroradiometer dynamic range to the
maximum. Later, the authors of [33] reported the feasibility to mount the Piccolo-Doppio onto the
UAS DJI M trice 600 with an interchangeable gimbal where the spectr radi meter could be installed
togeth r with an RGB or t ermal camera (Figure 3a). Th Piccolo-Doppio design was further used
by [31] who recorded information at s veral altitudes (up to 500 m) a d time points confirming t e
viability of the Picc lo-Doppio system to be mounted on aerial platforms. However, at t e time of the
pr sent manuscript publicati n the a thors had not completed the data processing.
Additionally, Piccolo-Doppio was also install on a DJI Matrice 600 Pro [44] to monitor SIF
in a mature o k woodland (UK) ver a 30 m diameter free air CO2 enrichment experiment [45].
A signific nt c rrelation of R2 = 0.8821 (p < 0.01; Figure 3b) was found between UAS-based SIF and the
incoming radiation, suggesting reliable variations of the SIF data retrieved with this system especially
in a context wh re oth r ppro ches (e.g., eddy covariance) are not appropriate due to the scale f the
treatments. Additionally, SIF information was useful to identify tr atment effects and its relationship
with environmental drivers.
Furthermore, the spectral calibration and characterization of three spectroradiometers using a
Piccolo-Doppio-like system design could be analyzed [46] by the implementation of two methodologies,
using Ar and Ne lamps or a double monochromator respectively. The versatility of Piccolo-Doppio
makes it practical to be used even on a ground platform mounted on a tractor, as demonstrated by [47]
who estimated soy bean populations on early vegetative states under changing atmospheric conditions.
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Figure 3. (a) Instrument presented by [33] and used by [31,44], highlighting the position of the
solar induced ChlF (SIF) QEPro, downwelling and upwelling fore optics and VNIR QEPro (source:
Dr. Andrew Revill, BBSRC/NERC ATEC project at University of Edinburgh-GeoSciences); and (b) the
relationship between incoming radiation and SIF under ambient and elevated [CO2] in a mature oak
forest, measured at the BIFoR FACE site in the UK.
3.2. “AirSIF”—A UAS-Based Spectroradiometer
The AirSIF platform (Figure 4a) shares the Piccolo-Doppio concept of splitting the optical path
but using a single spectroradiometer (500–870 nm spectral range at an interval of 0.37 nm, with a
FWHM of 0.8 nm), for collecting real time downwelling and upwelling radiance. AirSIF includes a
dual global navigation satellite system (GNSS) antenna. Furthermore, in [36] the authors implemented
the etaloning effect correction suggested by [34]. Additionally, they retrieved the corrected zenith angle
between sun and cosine corrector (Ocean Optics CC-3), and the fore optic measuring downwelling
radiance, depending on sun position and inclination of the cosine corrector during the UAS flight [28].
This information was computed from the platform pitch, roll and yaw obtained from an inertial
measurement unit (IMU) mounted next to the cosine corrector. Cosine corrector measurements were
not influenced by the azimuth angle, but sun zenith angles of >10◦ resulted in a significant deviation
from the expected cosine response of the cosine corrector. Common flight conditions led to platform
tilt angles of 6◦ maximum. In order to correct the uncertainty caused by the irradiance underestimation
of the cosine corrector, the authors of [28] proposed to estimate a corrected zenith angle based on the
dot product principle accounting for the two vectors involved: the vectors between cosine sensor and
sun and the cosine corrector pointing direction. With the implementation of this function mean and
maximum differences of 1.7% and 3.2% from the original radiance measurements were obtained.
The latest results presented in March 2019 by [48] at the International Network on Remote Sensing
of Terrestrial and Aquatic Fluorescence conference, reported the results of a comparison between
AirSIF-derived spectra measured at 8 m AGL over barley experiment plots versus ground-based
SIF retrieved with a high-resolution references system, the Fluorescence Box (Flox, JB Hyperspectral
Devices, Düsseldorf, Germany) [37] mounted on a field-bike (Figure 4b). The results are visualized in a
map of spatially explicit and geolocated AirSIF footprints with their respective O2-A SIF ranges at
edge and middle sampled plots overlaid over an orthophoto derived from UAS imagery (Figure 4c).
Flox footprints were estimated as round shapes, where the size was estimated from sensor height
above canopy according the 25◦ FOV of the Flox instrument. The study had four main shortcomings:
(i) the spatial misalignment of the footprints between repeated UAS flights, (ii) the lack of accurate
geolocation of Flox ground measurements, (iii) the difference in footprint size between AirSIF and
Flox (0.5–2.5 m2), and (iv) the resulting significant difference between UAS- and Flox-based SIF
measurements. The accuracy of the footprint determination of the AirSIF platform was analyzed in a
recent study being ±15 cm for 10 m AGL height [49].
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Figure 4. (a) AirSIF system components, (b) field bike used for ground Flox measurements, and (c)
footprints of the flight at 12:00 local time with their respective O2-A SIF at edge (blue) and middle (red)
sampled plots over the orthophoto derived from UAS photogrammetry [49].
An initial test was carried out by comparing a single AirSIF flight with Flox observations from
the field bike. The measurements were collected at the Campus Klein-Altendorf, an agricultural
research station affiliated to the Agricultural Faculty of the University of Bonn (Germany). In total,
55 observations over nine 3 × 5 m barley plots were collected, three per plot by the Flox instrument,
and between one and four per plot by AirSIF at 10:45–12:00 (Flox) and 12:00–12:15 (AirSIF), respectively.
The results showed a link between the SIF retrieved from both platforms, which was stronger but
negative for UAS footprints located at the plot edge (Figure 5a). A paired t-test showed no significant
differences between the mean SIF retrieved from UAS and Flox. Moreover, there seems to be an
underestimation of ≈13% with UAS-based measurements (Figure 5b).
The implementation of a dual GNSS antenna system [50], the use of an IMU in the correct position,
and the appropriate flight and sensor configurations [51] were found crucial to acquire the highest
accuracy in the platform pose characterization and footprint localization for the improvement of
SIF estimates, especially over small experimental plots like the ones presented here. Consequently,
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the authors of [52] published the results of research concerning boresight (IMU-spectroradiometer-
camera misalignment) and lever arm (GNSS antenna-spectroradiometer offset) correction methods.Remote Sens. 2019, 11, x FOR PEER REVIEW 9 of 20 
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3.3. “AirFloX” on Board of the “FloXPlane”—Atmospheric Interference on SIF Retrieval Across a Multiple
Kilometer Air Column
The AirFloX is the lighter and simplified version of the Flox system manufactured by JB
Hypersectral Devices [53], and up to date the only existing commercially available instrument
for the continuous long-term top of canopy SIF measurements. Whilst FloX design, reported in [54],
relies on the use of two channels to collect nearly simultaneously upwelling and downwelling at sensor
radiance, AirFloX is designed to only acquire data collected by one channel (downward looking fiber),
making it more similar, in a conceptual approach, to an image sensor. Due to the distance from the
canopy at which the sensor is expected to fly, up to 4 km, the upwelling at sensor radiance is expected
to be biased by atmospheric absorption, thus not easily used for SIF retrieval. The fluorescence retrieval
will be performed by applying a similar processing scheme as the one used in i ging sensors data
proc s ing, e.g., HyPlant [20].
The investi ations described here, alongside airborne (HyPlant) stu ies for SIF retrieval, contribute
to int grate in o the bigg r picture of th FLEX satellit mi sion expected to be lau ched in 2022 [55].
Withi this context, one of the maj r challenges is to precisely understa d the impact of large tmosphere
columns on a k lomet r sca e and their impact on SIF retriev l. Background studi s s arted elucidating
is topic, as presented by [56], who showed that SIF is strongly influ nced by the atmosph r c
scattering and a sorption, which in turn are defined by factors such a the surface pressure and
concentration of a rosols. In practice, the higher the sen or-su face di ta ce, t e larger the air colum
above the targets [19], the stro er the scattering and the extinction of the signal in the atmosphere
due to the absorption by aerosols and oxyge molecules, respectively. Hence, at this multiple km
vertical scale, retrieving SIF becomes more challenging due to the need of increasing the accura y of
the atmospheric correction.
Recently, researchers fr m JB Hyp rspe tral Devices developed a high altitude and light fixed wing
UAS, called ‘FloXPlane’ (Figure 6a), quipped with the AirFl X system (Figure 6b,c). The FloXPlane was
manufactured wi h two purposes: (i) sampling large areas suitable for satellite calibration/validation
(cal/val), and (ii) characterizing the urface radian of one fixed spot at g ound level across a multiple
kilometer (up to 4000 m) ai column. Thei goal is to measure the atmospheric absorption of the
upwelling SIF emission, con ider ng that the majority of oxygen and aerosols are present in t e
innermost atmosphere layers. This is achieved by a steep screw-like flight patt rn, incorporating a
stabilizing gimbal, which ensu es accurate pointing of the sensor to the target. A co-aligned camera
provid s proof of the gimbal pointing accuracy and allows structure from motion proc ssing for highly
accurate positioning of the sensor in 3D space. Using a fixed wing ai craft turned out to be mandatory
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for this mission, since it can provide enough range to reach 4 km and will sail down to ground
level. This concept ensures the necessary safety and fallback scenarios to achieve legal clearance into
public airspace.
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At the ti e of writing, the complex legislation process allowing the experimental UAS flights
in the controlled airspace has been successful. However, in this manuscript the results of previous
tests flying to a aximum altitude of 600 m AGL are shown. Further experiments with the AirFloX
system onboard a manned aircraft, a manned gas balloon, and a rotary wing DJI Matrice 600 have been
perfor ed in 2018 and 2019. A focus of the ediu -altitude vertical flights is the deter ination of
the change in the O -A and O -B absorption versus the distance fro the target (i.e., flight altitude).
In fact, the change of absorption in these two bands is directly affecting the SIF esti ates, therefore,
an accurate para etrization is a key factor for accurate SIF retrieval using flying platforms. Due to the
changing light conditions during flights, the absolute oxygen band depth value could lead to erroneous
results. Therefore, the relative band depth was calculated as reported in the following formula:
Band depth =
Lλout− Lλin
Lλout
(1)
where Lλout and Lλin are the wavelength of the shoulder and the deepest point of the oxygen absorption
band, respectively. Preliminary results reported in Fig re 7 are promising. The O2-B and O2-A at
sensor radiance spectra (Figure 7a,b) show a stable spectral a d radiometric behavior i.e., no spectral
shift caused by grati g distortion due to air pressure is found.
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Figure 7. to the (a) O2-B and (b) O2-A at sensor radian e spectra of the first flight of the
FloX-Plane UAS [36].
As hown in Figure 8, the two flights perfo med were made on a 600 m vertical column. A pseudo
normalized difference vegetation index (NDVI; at sensor radia ce based) was calculated showing that
the target was remaining the same during the whole ascending flight duration (bare soil). The invariant
target selection is a key point, si ce no confoundi g SIF emission is expected to alter the oxygen
band depth. Looking at the relative band depth change, an increase of 1% was found in the O2-B
band, whilst for O2-A results are less clear. Although the preliminary results are aligned with theory,
a stronger absorption takes place under a larger air column leading to SIF underestimations [57]. Thus,
the encouraging results obtained hitherto support the needs of more and repeated flights, covering a
wider range of atmospheric conditions (e.g., different solar zenith angle ranges, aerosol concentrations,
and air pressure conditions).
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3.4. Summary of the UAS-Based Methods Presented
The presented projects are summarized in Figure 9, where the main components of the
Piccolo-Doppio, AirSIF, and FloXPlane are displayed. The figure tracks the progress in development
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of UAS-based platforms for quantitative retrieval of SIF in physical units starting with the fiber
optic bifurcation of [34], who also conducted a valuable characterization of the etaloning effect,
and afterwards adapted by [35,36] who installed a similar-principle system on-board a UAS including
the implementation of an IMU and a dual GNSS antenna for a better pose characterization and cosine
corrector performance analysis. Researchers from [37] added the investigation of the atmospheric
influence on SIF retrieval under a 600 m air column.
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More systems may be under development, e.g., a platform called FluorSpec, not discussed here,
is currently being developed by researchers of the Geo-information Science and Remote Sensing
laboratory, at Wageningen Unversity and Research [58]. The core components of the system are the
QEPro spectrometer, an RGB camera, a GNSS, and a Laser rangefinder sensor, all boarded on a DJI
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S1000 octocopter. The spectrometer is configured with a split fiber, one channel for downwelling and
one for upwelling measurements, covering a spectral range from 630 to 800 nm, with an FWHM of
0.14 nm and a spectral sampling interval of 0.31 nm. The irradiance, radiance, and reflectance factors
at the top of UAS and canopy level can be derived after radiometric calibration and atmospheric
correction processing.
4. Remaining Challenges and Open Research Questions
Beyond the valuable advances achieved so far, several challenges are yet to be overcome and
several issues related to the UAS-based methods for SIF retrieval remain open. First, the sensitivity of
the cosine corrector to varying sun zenith angles, and the etaloning effect caused by the interfering of
the light reflected in the borders of the back-illuminated thinned charge coupled device add uncertainty
to SIF estimations. In addition, sensor calibration methods, data collection, and data processing
protocols need to be standardized and spectroradiometers need to be characterized [46] in order
to enable measurements from different instruments at diverse geographical locations and temporal
periods to be directly compared. The main features to be characterized are the FWHM as proposed
by [42], and the SNR, spectral sampling interval, and spectral shift, which were identified by [59] as
the most impacting characteristics on SIF retrieved with FLD methods. Besides, inherent issues of the
SIF retrieval must be considered, such as the higher variation and lower SNR generally obtained in
the O2-B, and the lack of required information to run an accurate correction to diminish the effect of
atmospheric interference.
Besides the sensor-associated issues, complementary studies should be conducted suggesting
ways to improve the FOV geolocation accuracy, and the spatio-temporal match between on-board and
proximal measurements of same targets. Indeed, robust validations of UAS-based SIF estimations are
up to now hindered by these spatio-temporal discrepancies of the two levels of information, since their
comparison is not fully convincing with differences of few meters and/or minutes. Some ideas have
been proposed to improve the spatio-temporal match between UAS-based and ground SIF retrievals
aiming at conclusive validations; for instance, in [40] the authors suggest to overlay the spectrometer
data with RGB imagery derived maps, while the authors of [51] recommend the use of real time
kinematic (RTK) correction for the geolocation of footprints, plus the implementation of lever arm and
boresight corrections [52].
Moreover, the precise characterization of the spectroradiometer footprint might also be achieved
with the support of automated ground platforms for SIF assessment, particularly those developed and
used in plant phenotyping. These instruments can be programmed to collect SIF data at specific points
with an accuracy of few seconds and centimeters, which consequently can be precisely aligned with
the moment and place of the UAS-based data points. Some ground platforms for SIF phenotyping can
be configured to collect information at specific sensor angles and AGL elevation, therefore they might
also be used for optimal UAS flight simulations with a precise pose characterization and footprint
spatio-temporal location, targeting to (i) elucidate the real maximum scope of UAS-based methods for
SIF retrieval, which is so far unclear, (ii) facilitate the robust validation of aerial retrievals, thus (iii)
allowing deeper analyses and understanding of the SIF estimated from low altitude hyperspectral data,
e.g., throughout the comparison of retrieval methods, and a thorough comprehension of the sensor
multi-angularity effect.
Furthermore, according to [60], the effect of the atmospheric conditions should be incorporated
into the retrieval throughout model-based approaches notwithstanding if the data is acquired at
proximal, airborne, or orbital level, which opens another query: would the accuracy of UAS-based SIF
retrievals be significantly increased by implementing new dedicated atmospheric correction methods
where current models are not easily adapted? In addition, the authors of [61] reported the impact of
the bidirectional reflectance distribution function (BRDF) on the canopy chlorophyll content estimation
from UAS hyperspectral imagery. The authors recommend the correction of the BRDF for reliable
and consistent estimations, as it accounts for the surface reflectance anisotropy and varying solar and
instrument-view angles. Although the authors of [61] used an imaging sensor, the same principle
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applies to the UAS-mounted point spectrometers [62] since the BRDF effect is inherent to remote
sensing information [63].
Pinto et al. [63] studied the SIF directionality according to the surface, inclination, and orientation
of leaves, as well as the sensor and sun angles. Nonetheless, the authors worked with single and static
measurements, therefore a full characterization of the BRDF was not possible due to the limited range
of illumination and viewing angles. In this respect, hypothetically, the implementation of a detailed
canopy slopes map computed from a UAS-derived crop surface model might contribute to upscale
and improve the results found by [63]. Moreover, considering that surface elevation differences of
0.50–1.50 m AGL (common crop canopy height range) represent 5%–15% of the sensor-surface distance
in low altitude (e.g., 10 m AGL) UAS flights, we can also hypothesize that the incorporation of a crop
surface model into the UAS-based methods for SIF assessment might help to better account for the
ChlF re-absorption effect. Accordingly, more scientific questions arise: does the implementation of
accurate surface elevation models significantly improve the quality of SIF estimations? Could a slope
map derived from a crop surface model represent the canopy architecture complexity? Might this be
useful for a full canopy BRDF characterization thus precise SIF retrievals from UAS-based methods?
5. Conclusions
The UAS-based retrieval of SIF with non-imaging spectroradiometers is possible and has been
demonstrated by a number of groups. Recent advances in the platform and instrument design contributed:
(i) The optical path bifurcation presented in the Piccolo-Doppio system for nearly simultaneous
upwelling and downwelling measurements with two spectroradiometers, allowing synchronized
VNIR and SIF measurements.
(ii) The implementation of a dual GNSS antenna system and IMU placed in the correct position,
alongside the appropriate flight and sensor configurations reported in the AirSIF project, for the
accurate pose characterization and footprint geolocation accuracies.
(iii) The development of the FloXPlane as a fixed wing UAS for very high altitude measurements,
which will provide crucial information to understand the impact of large atmosphere columns on
the retrieval of SIF.
Despite many important advances achieved by [34,36,37], UAS-based SIF observations
from non-imaging spectroradiometers still present uncertainties associated to the current sensor
characteristics and the spatio-temporal mismatching between aerial and ground measurements, mostly
caused by the footprint spatial extent and form and location dependency on the flying height and
pose geometry. The latest complicated the proper robust validation of aerial UAS-SIF measurements.
Consequently, more investigations are required addressing the accurate FOV size and location, along
with the spatio-temporal matching of UAS-based and ground SIF measurements of the same targets.
Complementary studies regarding the standardization of calibration methods and the characterization
of spectroradiometers and data processing workflows are required. Open research questions like
those related to the implementation of atmospheric correction, BRDF correction, and accurate surface
elevation models should be addressed in the future.
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